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ABSTRACT
InTRoDuCTIon: Endotracheal intubation is one of the basic procedures performed in emergency medicine 
in patients with respiratory insufficiency, inability to maintain airway patency, or apnoea. Rapid perfor-
mance of the procedure and implementation of ventilation are among the basic principles of rescue proce-
dures. The primary aim of the present systematic review and meta-analysis was to compare the VivaSight 
SL tube-mounted camera with a standard endotracheal single-lumen tube and direct laryngoscope for 
endotracheal intubation based on randomised controlled trials of simulation or cadaver trials. The analysis 
was based on the hypothesis that the use of videolaryngoscopy based on VivaSight SL tube increases the 
effectiveness of endotracheal intubation, reducing the risk of ineffectiveness of the first intubation attempt 
and the risk of adverse events, such as dental compression.
MATeRIAL AnD MeThoDS: We searched the MEDLINE, EMBASE, Scopus, Cochrane, and Google Scholar da-
tabases for randomised, controlled trials and observational studies from 1985 until October 2019, without 
language restrictions. Grey literature, clinicaltrials.gov, and reference lists of articles were hand searched. 
We conducted a meta-analysis with random-effects models to evaluate time to intubation, first-pass success 
rates, overall success rates, dental compression, and glottic view.
ReSuLTS: The search located 12 eligible studies. The time of intubation using VivaSight was significantly 
shorter than that of direct laryngoscopy (MD = –11.29 [–13.10, –9.49], p < 0.001). The efficacy of the 
first intubation attempt was higher for VivaSight than for DL (96.0% vs. 61.7%; RR = 1.62 [1.40, 1.88], 
p < 0.001). The meta-analysis showed that the total efficacy of VivaSight intubation compared to direct 
laryngoscopy was statistically significantly higher (100% vs. 88.9%, RR = 1.11 [1.02, 1.20]; p = 0.02). The 
glottis visibility assessed as Cormack-Lehane grade I or II was better in VivaSight intubation compared to 
direct laryngoscopy (100% vs. 90.9%, RR = 1.05 [0.99, 1.12]; p = 0.08). 
ConCLuSIonS: Our meta-analysis suggests that the VivaSight SL provided better glottic visualisation and 
shorter intubation time, with improved success rates during different simulated intubation scenarios.
Key woRDS: VivaSight; ETView; tube-mounted camera; endotracheal intubation; medical simulation; meta-analyses
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InTRoDuCTIon
The protection of the airway in cardiopulmonary re-
suscitation (CPR) settings, similar to that of an injured 
patient, should be one of the basic procedures per-
formed by medical personnel. If the airway patency 
cannot be secured, desaturation will occur quickly. 
Aerobic reserves of the body in normal conditions are 
sufficient for 3–5 minutes [1]. However, after this time, 
irreversible changes in vital organs occur, especially in 
the central nervous system, which is most susceptible 
to hypoxia. One of the basic methods of securing 
the airway patency under emergency settings used 
by emergency exit teams, similarly to the emergency 
department, is endotracheal intubation. This meth-
od allows, among other things, the use of positive 
end-expiratory pressure as well as asynchronous resus-
citation, which, as shown by Ewy et al. [2], improves 
24-hour post-resuscitation neurologically normal sur-
vival compared to 30:2 CPR. However, in pre-hospital 
conditions, special care should be taken and thus each 
patient should be treated as a patient with difficult 
airways, bearing in mind, among other things, that 
the patient may have a ‘full stomach’ as well as pres-
ent difficulties in visualising the glottis. According to 
the study, despite the fact that endotracheal intuba-
tion is considered by many authors to be the golden 
standard of airway management, the effectiveness of 
intubation in emergency medicine is insufficient [3, 4].
Thanks to advances in medical technology, video-
laryngoscopy can provide an alternative to direct la-
ryngoscopy [5]. An example of a videolaryngoscope 
is the ETView VivaSight SL tube-mounted camera 
(ETView Ltd., Misgav, Israel). It is an intubation tube, 
which is equipped with an integrated camera that 
transmits the image from the end of the tube to the 
screen connected to it via a fibre-optic cable. If the 
camera lens is blurred by fluid from the mouth, it is 
possible to rinse the lens with a dedicated flushing 
system. Additionally, if the VivaSight SL deep en-
dotracheal tube is inserted, it is possible to visualise 
the carina and introduce the bronchial blocker and 
one-lung ventilation without the need to confirm 
the position of the blocker with a fibroscope [6–8]. 
The primary aim of the present systematic review 
and meta-analysis was to compare the VivaSight SL 
tube-mounted camera with a standard endotracheal 
single-lumen tube and direct laryngoscope for en-
dotracheal intubation based on randomised controlled 
trials of simulation or cadaver trials. The analysis was 
based on the hypothesis that the use of videolaryngo-
scopy based on VivaSight SL tube increases the effec-
tiveness of endotracheal intubation, reducing the risk 
of ineffectiveness of the first intubation attempt and 
the risk of adverse events, such as dental compression.
MATeRIAL AnD MeThoDS
The systematic review followed the recommenda-
tions by the Preferred Reporting Items for Systematic 
Review and Meta-analysis (PRISMA) [9].
Accessing the MEDLINE, EMBASE, Scopus, 
Cochrane and Google Schollar databases, we per-
formed a literature search for studies published be-
tween 1985 and October 2019 using the following 
search terms and key words: tube-mounted camera, 
ETView, VivaSight, endotracheal intubation. In addi-
tion, we manually checked the reference list of each 
article. Studies were eligible for inclusion if they were 
individually randomised or cluster randomised trials 
that compared the use of a VivaSight SL with a stand-
ard endotracheal tube for intubation in simulations on 
cadaver scenarios. There was no restriction of eligibility 
based on language of publication. After duplicate 
removal, title and abstract screening was performed 
independently by KK and SB using Endnote® (Clarivate 
Analytics, USA). Any discrepancies in the extracted 
data were resolved by reference to the original study, 
reaching consensus between LS and JS. Additional-
ly, the reference lists of included studies were also 
searched for potential studies. Studies were not in-
cluded in the analyses if they reported insufficient in-
formation to allow assessment of their risk of bias. The 
review protocol was not pre-registered or published.
For each eligible study, we extracted information 
about the study’s population and methodology, and 
the following outcomes; intubation time, success of 
first intubation attempt, overall intubation success 
rate, glottic view using Cormack-Lehane grade, and 
dental compression.
We used the Cochrane Risk of Bias tool to assess 
the studies’ risk of bias. This assesses seven do-
mains: generation of random allocation sequence, 
allocation concealment, blinding of participants and 
study personnel, blinding of outcome assessment, 
incomplete outcome data, selective reporting, and 
other sources of bias. For each study, we assessed 
the methods used to address each potential source 
of bias and summarised them in tabular form. 
Statistical analysis
For statistical analyses we used Review Manager 
(RevMan) software version 5.3. Because there may 
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be differences in the treatment effect between trials, 
especially those using different devices, we used 
a random-effects model. We also calculated 95% 
prediction intervals, to estimate the range of plau-
sible treatment effects. For continuous outcomes 
(e.g. intubation time) we used the mean differ-
ence (MD), and for dichotomous outcomes (e.g. 
first attempt success rate) we calculated risk ratios 
(RR). All statistical variables were calculated with 
95% confidence interval (CI). When the continuous 
outcome was reported in some studies as median, 
range, and interquartile range, we estimated means 
and standard deviations using the formula described 
by Hozo et al. [10]. We quantified heterogeneity 
in each analysis by the tau-squared and  I-squared 
statistics. Studies were subgrouped by the type of 
intubation scenarios. We summarised categorical 
data using RR according to the Mantel-Haenszel 
method and a random-effects model. Heterogeneity 
was detected with a chi-square test with n – 1 de-
grees of freedom, which was expressed as I2. When 
the I2 statistic was > 50%, statistical heterogeneity 
was considered to be relevant. Sensitivity analyses 
were performed to further explore heterogeneity 
by excluding high weights in pooled studies and 
excluding studies that used discharge destination as 
a surrogate for the neurological outcome. 
ReSuLTS
The search located 13 eligible studies [11–21] (Fig. 1). 
One study was carried out on a cadaver [21], and 
the remaining studies were strictly simulation stud-
ies using medical simulators imitating adult pa-
References examined
(n = 1927)
Records after duplicates removed
(n = 1263)
1235 excluded based
on title or abstract
Clinical trial — 1
28 potentially relevant
references
No adequate data — 2
Records identied through
database searching
(n = 1927)
Additional records identied
through other sources
(n = 0)
Not randomised trial — 6 Review article — 7
Studies included in
quantitative synthesis
(meta-analysis)
(n = 12)
fIGuRe 1. Flow diagram of study selection
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tients. Study characteristics are summarised in Ta-
ble 1. Figures 2 and 3 summarise the risk of bias of 
the included trials.
Time to intubation
The analysis showed that the time of VivaSight 
intubation was significantly shorter than that of 
direct laryngoscopy (MD = –11.29 [–13.10, 
–9.49], p < 0.001; Fig. 4). The analysis in sub-
groups showed that the above trend was ob-
served in each subgroup, including: normal airway 
(MD = –7.52 [–10.14, –4.90], p < 0.001); cervical 
spine manual immobilisation (MD = –8.82 [–12.26, 
–5.38], p < 0.001), cervical spine immobilisation 
with cervical collar (MD = –10.84 [–13.58, –8.11], 
p < 0.001), intubation during continuous chest 
compression (MD = –17.47 [–19.88, –15.05], 
p < 0.001), and all others.
first intubation attempt success rate
The effectiveness of the first intubation attempt was 
higher with VivaSight than with DL (96.0% vs. 61.7%; 
RR = 1.62 [1.40, 1.88], p < 0.001, I2 = 93%; Fig. 5). 
VivaSight intubation was superior to direct in-
tubation in each scenario: normal airway (98.7% 
vs. 71.4%; RR = 1.41 [1.18, 1.69], p < 0.001), 
cervical spine manual immobilisation (96.2% 
vs. 70.3%; RR = 1.51 [0.93, 2.44], p = 0.10), cervi-
cal spine immobilisation with cervical collar (95.6% 
vs. 43.1%; RR = 2.29 [1.37, 3.85], p = 0.002), and 
continuous chest compression (92.7% vs. 47.0%; 
RR = 12.00 [1.35, 2.97], p < 0.001). One study [13] 
assessed intubation in cervical spine immobilisation 
with a vacuum mattress scenario and also showed 
the advantage of VivaSight over DL (90% vs. 60%; 
RR = 1.50 [1.17, 1.92]; p = 0.001). In contrast, the 
Truszewski et al. [20] study showed the advantage of 
Table 1. Studies included in the meta-analysis
Citation
Intubation 
techniques used 
(number of 
participants)
Study design Scenarios Participants
Dabrowski et al. 
2017 [11]
VivaSight SL: 57
DL: 57
Randomised 
crossover
1. Normal airway without chest compression
2. Normal airway with uninterrupted chest compression
Novice 
physicians
Gawlowski et 
al. 2017 [12]
VivaSight SL: 67
DL: 67
Randomised 
crossover
1. Normal airway
2. Cervical spine with manual stabilisation
3. Cervical spine with cervical collar stabilisation
Novice 
physicians
Karczewska et 
al. 2017 [13]
VivaSight SL: 50
DL: 50
Randomised 
crossover
1. Normal standard airway
2. Cervical spine with cervical collar stabilisation 
3. Cervical immobilisation using a vacuum mattress
Physicians 
Kurowski et al. 
2015 [14]
VivaSight SL: 107
DL: 107
Randomized 
crossover
1. Normal airway without chest compression
2. Normal airway with uninterrupted chest compression
Novice 
physicians
Madziala et al. 
2016 [15]
VivaSight SL: 62
DL: 62
Randomised 
crossover
Face-to-face intubation Paramedics
Madziala 2018 
[16]
VivaSight SL: 52
DL: 52
Randomised 
crossover
Cervical spine with cervical collar stabilisation Nurses
Madziala et al. 
2018 [2016??] 
[15]
VivaSight SL: 45
DL: 45
Randomised 
crossover
Normal airway with uninterrupted chest compression Last year 
medical 
students
Stawicka et al. 
2016 [17]
VivaSight SL: 47
DL: 47
Randomised 
crossover
1. Normal airway without chest compression
2. Normal airway with uninterrupted chest compression
Nurses 
Szarpak et al. 
2016 (A) [18]
VivaSight SL: 56
DL: 56
Randomised 
crossover
1. Cervical spine with cervical collar stabilisation 
2. Cervical spine with cervical collar stabilisation  
(+tongue oedema)
Paramedics
Szarpak et al. 
2016 (B) [19]
VivaSight SL: 29
DL: 29
Randomised 
crossover
Cervical spine with manual stabilisation under resuscitation Physicians
Truszewski et al. 
2016 (A) [20]
VivaSight SL: 45
DL: 45
Randomised 
crossover
Patient trapped in car (trauma patient intubation face to 
face)
Paramedics 
Truszewski et al. 
2016 (B) [21]
VivaSight SL: 52
DL: 52
Randomised 
crossover
1. Normal airway without chest compression
2. Normal airway with uninterrupted chest compression
3. Cervical spine with manual stabilisation
Paramedics 
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VivaSight over DL in the case of face-to-face intuba-
tion of a patient stuck in a vehicle (100% vs. 86.7%; 
RR = 1.15 [1.02, 1.30]; p = 0.02).
overall intubation success rate
The meta-analysis showed that the efficacy of 
VivaSight intubation compared to direct laryngo-
scopy was significantly higher (100% vs. 88.9%, 
RR = 1.11 [1.02, 1.20]; p = 0.02; Fig. 6). The anal-
ysis in subgroups also showed higher total efficacy 
of VivaSight intubation compared to direct laryngo-
scopy in a normal airway scenario (100% vs. 94.8%, 
RR = 1.04 [0.96, 1.13]; p = 0.33), cervical spine 
immobilisation with cervical collar (100% vs. 93.2%, 
RR = 1.09 [0.79, 1.50]; p = 0.61), and continu-
ous chest compression scenario (100% vs. 63.6%, 
RR = 1.61 [1.27, 2.03]; p < 0.001). Viva Sight in-
tubation compared to direct laryngoscopy showed 
total efficacy of 100% for both intubation methods 
for cervical spine manual immobilisation, cervical 
immobilisation with vacuum mattress, as well as in 
face-to-face intubation scenarios.
Glottic view 
The glottis was better visualised at the level of Cor-
mack-Lehane grade I or II for intubation using Viva-
Sight than with direct laryngoscopy (100% vs. 90.9%, 
RR = 1.05 [0.99, 1.12]; p = 0.08; Fig. 7). The same 
level of vocal visibility was observed for VivaSight and 
direct laryngoscopy for normal airway scenarios as 
well as cervical immobilisation with vacuum mattress 
scenarios. Better visibility of the glottis in VivaSight 
compared to direct laryngoscope was observed in 
cervical spine manual immobilisation scenarios (100% 
vs. 94.9%, RR = 1.05 [1.00, 1.10]; p = 0.04), cervi-
Dabrowski 2017
Gawlowski 2017
Karczewska 2017
Kurowski 2015
Madziala 2016
Madziala 2018 (a)
Madziala 2018 (b)
Stawicka 2016
Szarpak 2016 (a)
Szarpak 2016 (b)
Truszewski 2016 (a)
Truszewski 2016 (b)
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fIGuRe 2. Evaluation of bias in all included studies across the 
various domains
fIGuRe 3. Summary of risk of bias among included studies
Disaster anD emergency meDicine Journal 2020, Vol. 5, No. 1
6 www.journals.viamedica.pl
cal spine immobilisation with cervical collar scenarios 
(100% vs. 48.7%, RR = 2.11 [0.61, 7.30]; p = 0.24), 
as well as in continuous chest compression scenarios 
(100% vs. 96.6%, RR = 1.02 [0.97, 1.07]; p = 0.42).
Dental compression
Less dental pressure was observed for VivaSight than 
for direct laryngoscopy (Fig. 8; p < 0.001). This re-
lationship was also present in each of the analysed 
subgroups: normal airway, cervical spine immobili-
sation with cervical collar, as well as cervical immo-
bilisation with vacuum mattress.
DISCuSSIon
The study included a meta-analysis of endotracheal 
intubation using a standard endotracheal tube rel-
ative to a tube with a built-in ETView video track.
Intubation under emergency medicine conditions 
is an extremely important procedure; however, there 
is a high risk of failure. According to the Park et al. 
study, the effectiveness of the first intubation at-
tempt in the emergency department is 84.1% for all 
patients and 81.8% for trauma patients [22]. These 
results are also confirmed by the study by Kerslake 
et al., where the effectiveness of the first intubation 
fIGuRe 4. Time to intubation
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attempt by emergency physicians and anaesthetists 
was 85% [23]. In emergency medicine, due to pro-
gressive hypoxia and the necessity to perform other 
medical procedures, it is essential to perform en-
dotracheal intubation in the shortest possible time 
and in relatively few attempts. Repeated attempts of 
intubation may result in oedema of soft tissues and 
bleeding, which may lead to a vicious circle in which 
each subsequent intubation attempt intensifies the 
mentioned complications leading to the situation 
fIGuRe 5. First intubation success rate
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described by the Difficult Airway Society as ‘Can’t 
intubate, can’t ventilate’ [24, 25]. Then the only 
possible salvation is cricothyroidotomy.
The meta-analysis demonstrated that the use of 
VivaSight SL was associated with markedly higher 
efficacy of the first intubation attempt compared 
to standard direct laryngoscopy for both the overall 
analysis and subgroup analysis. On the other hand, 
the overall efficacy of intubation was superior for 
VivaSight SL than for direct laryngoscope. The above 
tendency concerned both the total meta-analysis 
outcome and subgroup analysis, particularly intu-
bation under normal airway, cervical spine immobi-
lisation with cervical collar, or continuous chest com-
pression scenarios. In the case of the overall success 
rate of intubation, Karczewska et al. demonstrated 
that intubators were able to intubate patients with 
a 100% success rate for both VivaSight and direct 
laryngoscope under cervical spine immobilisation 
with a vacuum mattress [13]. 100% effectiveness of 
intubation with the discussed methods was also ob-
served by Gawłowski et al. in the cervical spine man-
fIGuRe 6. Overall success rate
Katarzyna Karczewska et al., VivaSight single-lumen tube
9www.journals.viamedica.pl
ual immobilisation scenario [12], as well as Trusze-
wski et al. intubating patients face to face [20]. The 
above results are all the more important because the 
personnel participating in them (physicians, nurses, 
or paramedics) had no previous experience in video-
laryngoscopy. Therefore, this shows a short curve of 
teaching intubation using VivaSight SL. 
Rapid endotracheal intubation reduces the risk 
of hypoxia and allows the introduction of mechan-
ical ventilation with a ventilator, allowing the med-
ical personnel to focus on other procedures [26, 
27]. This is particularly important in the context 
of emergency teams, where a limited number of 
personnel in the team forces therapeutic compro-
mises. According to the meta-analysis, intubation 
with VivaSight compared to direct laryngoscopy was 
associated with significantly shorter procedure time. 
The performed meta-analysis has certain limita-
tions. The main limitation of the articles included in 
the study is the fact that all of them were conduct-
ed under medical simulation conditions. However, 
this fact was deliberate because all the studies are 
randomised and only one study, by Barak et al. [28], 
was a randomised clinical trial analysing the efficacy 
of VivaSight SL carried out under real patient intu-
bation conditions. Additionally, simulation studies 
allow for full standardisation of the difficulties of 
the procedures performed, and at the same time for 
fIGuRe 7. Glottis view according to Cormack-Lehane grade I or II
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unrestricted repeatability of the procedures without 
any health detriment to the potential patient. Due 
to the value of medical simulation in the process of 
medical education, studies conducted under simu-
lated conditions also have a high impact on clinical 
practice. However, it is known that they cannot be 
directly transposed into practice with a real patient 
because the efficacy can be reduced and the time of 
the procedure can be extended; however, the differ-
ences between the devices are usually maintained.
ConCLuSIonS
Our meta-analysis suggests that the VivaSight SL 
provided better glottic visualisation and shorter in-
tubation time, with improved success rates during 
different simulated intubation scenarios.
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